


















































Sample  surface  charging  and  electron  beam  damage  are  common  problems  in  scanning 
electron microscopy.  In  the  case  of  serial  block‐face  electron microscopy  (SBEM),  sample 
charging prevents or restricts stack acquisition of non‐conducting samples in high vacuum; 
beam  damage  imposes  a  lower  limit  on  the  cutting  thickness  (z‐resolution).  In  this 
dissertation, I present three approaches that aim to overcome these limitations. To solve the 




automated  in‐chamber  coating  method,  on  the  other  hand,  provides  reliable  charge 
elimination in all cases and allows the acquisition of SBEM stacks of non‐conducting samples 
in high vacuum. Thin metallic  films provide  charge  elimination  for  large  sample  surfaces 
and high beam currents, and reduce the signal‐to‐noise ratio less than the widely‐used low‐
vacuum method.  To  reduce  the  effects  of  beam  damage  – with  the  aim  of  allowing  thin 
cutting at higher electron doses – I have explored imaging and cutting at low temperatures 
(~100 K)  using  a  closed‐loop  cooling  system  and  a  custom‐built  cryo‐microtome.  Further 




breitete  Probleme  in  der  Rasterelektronenmikroskopie.  Im  Falle  der  seriellen  Block‐
oberflächen‐Elektronenmikroskopie  (engl.  Serial  Block‐Face  Electron  Microscopy,  SBEM) 
verhindert Oberflächenaufladung die Aufnahme von 3D‐Datensätzen nichtleitender Proben 
im Hochvakuum  oder  führt  zu Einschränkungen der Bildqualität.  Strahlenschäden  setzen 
eine  untere Grenze  für  die  erreichbare  Schnittdicke  (z‐Auflösung).  In  dieser Dissertation 
stelle ich drei Ansätze vor, die zum Ziel haben, diese Einschränkungen zu überwinden. Zur 
Lösung  des  Aufladungsproblems  habe  ich  zwei  Entladungstechniken  für  SBEM  imple‐
mentiert  und  evaluiert:  Ladungsneutralisation mit  einer  Ionenkanone  und  automatisierte 
Probenbeschichtung  in der SBEM‐Vakuumkammer mit einem Elektronenstrahlverdampfer. 
Durch Einsatz der  Ionenkanone wird  in vielen Fällen nur eine  teilweise Entladung erzielt, 
obwohl hohe positive Ionenstromdichten erreicht werden. Die automatisierte Beschichtungs‐
methode  hingegen  erzielt  zuverlässige  Entladung  in  allen  Fällen  und  ermöglicht  die 
Aufnahme  von  SBEM‐Datensätzen  nichtleitender  Proben  im  Hochvakuum.  Dünne 
Metallfilme  bewirken  eine  vollständige  Entladung  großer  Probenoberflächen  bei  hohen 
Strahlströmen und  reduzieren das  Signal‐zu‐Rausch‐Verhältnis weniger  stark  als die weit 
verbreitete Niedrigvakuum‐Methode. Um durch Strahlenschäden hervorgerufene Effekte zu 
reduzieren – mit dem Ziel, dünnes Schneiden bei höheren Elektronendosen zu ermöglichen – 
habe  ich Bildgebung und  Schneiden  bei  tiefen Temperaturen  (~100 K) untersucht. Hierzu 
wurden  ein  geschlossener  Kühlkreislauf  und  ein  spezialangefertigtes  Cryo‐Mikrotom 
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When  asked  to  find  out  how  a  complicated  device  works,  most  people  would 
intuitively proceed to take it apart and have a look at its inner workings. They would 
try  to make sense of how  its different parts are connected  to each other, hoping  to 
understand  how  its  behavior  can  be  explained.  This  approach  rests  on  the 
assumption  that  function  can  be  inferred  from  structure,  thereby  allowing  a 
mechanistic understanding of the device. 
A  neuroscientist  who  wishes  to  follow  the  same  approach  is  faced  with  an 
intimidating  endeavor.  An  average  human  brain,  for  example,  consists  of  80–90 
billion  neurons  (Azevedo  et  al.,  2009)  and  many  trillions  of  synapses  that  form 
connections between  those neurons. How  can  such  a  complicated  object be  ‘taken 
apart’; how  can  its  structure be  extracted  and  its  function  fully understood? Even 
when  looking  at  only  a  tiny  fraction  of  a  brain  –  using  a  light microscope  or  an 
electron microscope – the immense difficulties quickly become apparent.  
The  Spanish  neuroanatomist  Santiago  Ramón  y Cajal  (1852–1934) was  one  of  the 
early  researchers  who  investigated  the  fine  details  of  neural  tissue.  He  used  a 
technique developed by his  Italian colleague Camillo Golgi  (1843–1926)  to sparsely 
stain neurons  to make  them visible under  a  light microscope. Ramón y Cajal was 
well aware of the daunting task that lay ahead when he wrote in his autobiography 
that “the supreme cunning of  the structure of  the gray matter  is so  intricate  that  it 









researchers  to  look  at  brains  in much more  depth  and  detail,  allowing  them  to 
classify  different  types  of  neurons, map  connections  between  them,  and  decipher 
simple neural circuits.  
The  invention  of  the  electron  microscope  in  the  first  half  of  the  20th  century 
(transmission  electron microscope,  TEM:  Knoll  &  Ruska,  1932;  scanning  electron 
microscope,  SEM: Ardenne,  1938) was  a major  technological  breakthrough. Using 
electrons  instead of photons,  scientists could  image neural  tissue at a much higher 
resolution than before, which opened up new possibilities to map neural circuitry.  
In 1972, a  team  led by Sydney Brenner and  John White at  the MRC Laboratory of 
Molecular Biology in Cambridge, England, used transmission electron microscopy to 





The  past  decade  has  brought  important  new  developments  for  neural  circuit 
reconstruction. While  the attainable resolution has not  improved much  for electron 
microscopy  of  neural  tissue,  there  has  been  a  technological  push  towards  full 
automation to allow the acquisition of image stacks from large sample volumes. One 
of the new imaging techniques is serial block‐face electron microscopy (SBEM; Denk 
&  Horstmann,  2004),  which  is  the  central  theme  of  this  dissertation.  Other  new 
techniques are FIB‐SEM  (Heymann  et al., 2006; Knott  et al., 2008; FIB:  focused  ion 




(Mikula  et  al.,  2012)  will  allow  neuroscientists  to  acquire  increasingly  large 
volumetric  high‐resolution  datasets.  Reconstructing  the  circuit  diagrams  from  the 
data  is  difficult  and  time‐consuming.  Since  manual  reconstruction  (‘tracing’)  of 









electron microscope  (SBEM;  Denk  &  Horstmann,  2004;  Leighton,  1981)  could  be 
improved. I have looked at two physical processes that occur during imaging with a 
scanning electron microscope: sample charging and beam damage. These (unwanted) 
phenomena  impose constraints on signal‐to‐noise ratio  (SNR) and cutting  thickness 
for SBEM  acquisition  (see  sections  1.2.1  and  1.2.2). During my doctoral  research,  I 
have pursued several experimental approaches to overcome these limitations.  
In this introductory chapter, I will provide (1) a brief introduction to SBEM and the 
limitations  imposed by  sample charging and beam damage,  (2) an overview about 
the basics of sample charging and short introductions to different methods to prevent 
it, and  (3) an  introduction  to  cutting with  a diamond knife,  the  influence of beam 
damage  on  cutting,  and  the  reason  why  cooling  the  sample  to  cryogenic 
temperatures may yield improvements. 
In the following chapters, I will present the three projects that I have been working 




Serial  block‐face  electron  microscopy  (SBEM)  allows  high‐resolution  volumetric 
imaging  of  neural  tissue, which  is  the  starting  point  for mapping  neural  circuits. 
After  early  attempts by Leighton  (1981), who  constructed  a microtome  for  cutting 








SEM door enables automatic  cutting  inside  the vacuum  chamber. Each  time a  thin 
section  is cut off  the block,  the  freshly cut sample surface  is  imaged with  the SEM. 
The cycle of cutting and imaging is repeated until the desired volume is imaged (Fig. 
1.1). The  acquisition  speed  is measured  in voxels/s. Using  large beam  currents  (>5 

















section,  revealing  a  fresh  surface.  The  vertical  knife  position  is  fixed. 
Before  each  cut,  the  sample  is moved  up  by  a  distance  equal  to  the 




SBEM  stacks  are  used  to  reconstruct  the  neural  circuits  contained  in  the  imaged 
volumes  by  following  the  individual  cell  bodies,  dendrites  and  axons,  and  by 
identifying  synapses.  This  can  be  done  by manually  tracing  all  neural  processes, 
section by section. However,  large datasets would  take a prohibitively  long  time  to 
be reconstructed this way. For instance, it would take more than 10,000 person years 
to  complete  a manual  reconstruction  of  a  single  cortical  column  of  a mouse brain 
(Briggman & Denk,  2006).  Therefore,  automatic  reconstruction will  be  crucial  for 
large  SBEM  volumes. Devising  algorithms  that  can  solve  this  task  is  the  foremost 
challenge – and currently a bottleneck – for the emerging field of ‘connectomics’. 














a way  that  intrinsically prevents  charging.  In  cases where  this  is not possible,  the 
only method available so  far  to eliminate charging  for SBEM  imaging has been  the 
low‐vacuum method. Section 1.3 provides an overview of charging and of different 




vacuum method  increases  the  total  acquisition  time  of  a  SBEM  stack  if  a  certain 
minimum SNR is maintained. For the acquisition of volumes with very large sample 
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surface areas  (for example, a whole mouse brain), most of  the  required acquisition 
time is taken up by imaging, whereas the cutting process only takes about a minute 
or  less  for  each  section. The  limiting  factor  is,  therefore,  the pixel  acquisition  rate, 
which  is determined by  the dwell  time of  the electron beam. A  shorter dwell  time 
increases  acquisition  speed,  but  also  reduces  signal‐to‐noise  ratio,  because  fewer 
electrons are available per pixel.  
The  goal  of  the  research  presented  in  this  dissertation  is  to  allow  faster  data 
acquisition rates while maintaining a signal‐to‐noise ratio that is sufficiently high for 
data analysis. If a charge elimination method is found that reduces SNR less than the 




Another physical phenomenon  – beam damage  – plays  an  important  role  for  thin 
cutting  with  a  diamond  knife.  Electron‐beam‐induced  damage  to  the  sample 
negatively  affects  cutting  and  thereby  limits  the  z‐resolution  of  SBEM  stacks 
(Helmstaedter et al., 2008; see section 4.1.2).  
While  the  x‐y‐resolution  of  SBEM  imaging  can  be  very  high  (several  nm),  z‐
resolution in diamond‐knife SBEM has been limited to about 25 nm until recently. A 
lower cutting thickness at an adequate signal‐to‐noise ratio would further improve z‐
resolution  of  SBEM  datasets.  This  would  facilitate  human  and  automatic  circuit 
reconstruction, and may even be indispensable to follow very fine neural processes. 
Cutting below 25 nm and even below 10 nm appears to be possible, but the electron 
dose  must  be  significantly  reduced  to  enable  consistent  cutting  (Mancuso,  2012; 
Sarah Mikula, personal communication), which supports  the assumption  that beam 
damage plays a crucial role in imposing limits on minimum cutting thickness. Even 
at a cutting  thickness of 25 nm or  larger,  if  the electron dose  is  too high, consistent 
cutting cannot be achieved (see section 4.1.2).  
In section 1.4, I will provide a brief introduction to cutting with a diamond knife and 




The  point  at which  the  electron  beam  impinges  upon 
the  sample  surface  in  a  scanning  electron microscope 
can  be  compared  to  a  junction  in  an  electrical  circuit 
(Fig. 1.2). In case of a grounded conducting sample, the 
following equation holds:  
ܫ୔ 	ൌ ܫ୆ୗ୉ ൅ ܫୗ୉ ൅ ܫୋ୒ୈ	 
(ܫ୔: primary beam current; ܫ୆ୗ୉: current of backscattered 
electrons; ܫୗ୉: current  of  secondary  electrons; ܫୋ୒ୈ: cur‐
rent flowing through the sample to ground) 




ሶܳ ൌ 	 ሶܳ ୱ୳୰୤ୟୡୣ ൅ ሶܳୠ୳୰୧ୣୢ ൌ ܫ୔ െ ܫ୆ୗ୉ െ ܫୗ୉ െ ܫୋ୒ୈ	 
Charge will accumulate on the sample surface (ܳୱ୳୰୤ୟୡୣ) 
and below the surface (ܳୠ୳୰୧ୣୢ) while the primary beam 
is  scanning  the  sample. Charge  can  be  ‘buried’  below  the  surface,  since  the  beam 
electrons penetrate deeply  into  the sample  (Kanaya & Okayama, 1972). The charge 
accumulating  on  the  surface  of  the  sample  will  yield  a  surface  potential 
ୱܸ୳୰୤ୟୡୣሺݔ, ݕሻ	across  the  imaged  region  that  –  if  strong  enough  –  negatively  affects 
imaging (see Fig. 1.3 and text below).  












Fig.  1.2:  Electron  beam 
impact  point  as  a 
junction  in  an  electrical 
circuit.  ܴ:  bulk  resis‐
tance  of  the  sample; ܥ:
bulk  capacitance.  Cur‐
rents  are  explained  in 
the text on the left. 
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electron beam acceleration potential of  the microscope’s  cathode, which will  cause 
the beam to be reflected.  
When scanning has stopped, a non‐zero surface potential will decay again because 
the  charge  is drained  to ground  (provided an adequate ground  connection  exists). 
The sample’s bulk resistance ܴ and its bulk capacitance ܥ together form a simple ܴܥ 
circuit. Using a plate capacitor as a model for a cuboid‐shaped sample (ܥ	 ൌ 	 ε୰ε଴ܣ/݀; 
ܣ: sample area; ݀: sample depth), the time constant for this process is given by: 




to  embed  biological  samples  for  SBEM  imaging,  this  yields  a  time  constant  of 
between about five minutes and one hour.  
For the projects presented in this dissertation, I used epoxy‐embedded heavy‐metal‐





incident  electrons,  thereby  reduce  their  landing  energy,  and  –  because  charge 
accumulation  is  spatially non‐uniform – distort  the  image and decrease  resolution. 
Secondary  and  backscattered  electrons  are  accelerated,  which  changes  signal 
amplitudes,  again,  in  a  spatially  non‐uniform  way  (Shaffner  &  Van  Veld,  1971; 
Pawley,  1972).  The  increase  in  detector  signal  caused  by  acceleration  of  signal 
electrons leads to a darkening (black in the case of detector saturation; detector signal 
is displayed  inverted)  in  the parts of  the  image  that show charged‐up areas on  the 
sample surface. This  type of artifact was often observed  in  the case of  the samples 
used for this dissertation (for a detailed discussion, see Fantana, 2006, Chapter 4).  
Because of their low kinetic energy (<50 eV), secondary electrons (SE) are much more 
affected by charging  than backscattered electrons  (BSE). This can make SE  imaging 
virtually  impossible  in  the  presence  of  even  small  amounts  of  charging  (see,  for 
example,  Goldstein  et  al.,  2003,  Chapter  15).  A  more  in‐depth  discussion  of  the 


















Badly‐grounded  epoxy‐embedded  rabbit  retina  sample  imaged  in  low 
vacuum. Right: When switching to high vacuum, the sample charges up 
and  the detector  signal  saturates. Scale bar:  100  μm.  (b) Same  sample, 
imaged  at  higher  magnification.  Charging  causes  strong  distortions. 
Scale  bar:  5  μm.  (c)  A  well‐grounded  non‐conducting  retina  sample 
(sides  coated with gold). Scale bar: 5  μm.  (d) Retina  sample, overview 


















ሶܳ ൌ ܫ୔ െ ሺߟ ൅ ߜሻܫ୔ ൌ ܫ୔ െ ሺܫ୆ୗ୉ ൅ ܫୗ୉ሻ ൌ 0 
Two ‘cross‐over points’ can be observed: When the landing energy is lowered from a 
high value, the upper cross‐over point  is reached (at which net charge  introduction 
becomes zero). Lowering  the beam energy  further  results  in ߟ ൅ ߜ increasing above 
unity, so  that net charge  introduction becomes positive  (more electrons  leaving  the 
sample  than  are  supplied  by  the  primary  beam)  for  a  certain  range  of  landing 
energies, until the lower cross‐over point is reached (Goldstein et al., 2003, Chapter 3). 
The  landing  energy  at  which  a  charge  balance  is  achieved  is  strongly  material‐
dependent  (Reimer,  1998,  Chapter  4),  which  can  make  this  method  difficult  or 





If  sample  conductivity  is  not  sufficient  to  prevent  charging,  and  imaging  at  the 
charge‐balance point not possible or not practical,  the  low‐vacuum method  can be 





virtually  all  types  of  non‐conducting  specimens.  Its  main  disadvantage  is  the 
reduction  of  contrast  and  resolution due  to  scattering  of  both  primary  and  signal 
electrons by  the gas molecules  (Moncrieff et al., 1979; Mathieu, 1999; Thiel & Toth, 
2005), see Fig. 1.5. 	
Fig.  1.4:  Low‐vacuum  me‐
thod.  Gas  molecules  are 
ionized  by  beam  and  signal 
electrons.  The  resulting  po‐
sitive  ions  neutralize  the 
surface  charge.  A:  ionization 
by  backscattered  electrons; B:
ionization  by  beam  electrons; 
C:  ionization  by  secondary
electrons; D: multiplication of 
charge by  the electric  field; F:
ion  impact  releasing  low‐
energy  electrons  and  dis‐
charging  the  surface.  Figure 
from Moncrieff et al., 1978.  







traction, presumably because  it was  introduced at about  the same  time as  the  low‐
vacuum method, which was much  easier  to  implement.  If  routine  use  of  charge 
neutralization with an  ion gun were possible,  it would be a very attractive method, 
since it should ideally not reduce image SNR at all.  







of  a  conducting  sample  (tin‐on‐carbon  test  sample,  Agar  Scientific, 
Essex, UK),  taken  at  different  pressures  (0,  50  and  100  Pa)  of water 
vapor,  2  keV  landing  energy, ∼80  pA  beam  current,  5 mm working 










that  are  thin  enough  (1–10  nm)  to  allow  high‐resolution  imaging  and  to  preserve 










In  this  dissertation,  ‘SBEM’  always  refers  to  diamond‐knife  SBEM.  For  all 
experiments,  I used a miniature diamond knife  (1.5 mm width), custom‐developed 
and  produced  for  SBEM  cutting  by  Diatome  AG,  Biel,  Switzerland.  The  knife  is 
firmly held in place in the SBEM microtome by a custom‐made titanium holder. 
The cutting plane of the knife is fixed; the sample is moved up and down. The whole 





that beam damage  is  thought  to play, and explain  the motivation  for developing a 
low‐temperature  SBEM  microtome  (‘Cryo‐SBEM’).  Cryo‐SBEM,  the  subject  of 
Chapter 4, is the third project I have been working on during my doctoral research. 
1.4.1 Parameters affecting cutting 
The quality of  cutting with a diamond knife  is affected by  several parameters:  the 
knife  forward speed,  the clearance angle,  the bevel angle,  the oscillation  frequency, 
as well  as  sample properties  (such  as  the  type  of  embedding).  See  Fig.  1.6  for  an 
illustration.  
Cutting with a diamond knife  in  the SBEM can be considered successful when  the 
freshly cut surface does not show any cutting artifacts – chatter or knife marks – and 
when the cutting thickness between successive sections remains constant. A common 
problem  is  that  the  cutting  thickness  oscillates  between  thin  and  thick  cuts.  An 
extreme case of thickness variations are ‘skipped cuts’. Cuts can also be ‘wavy’ when 
the  cutting  thickness  is  non‐uniform  over  the  imaged  region.  After  an  extended 
period of use, the diamond knife becomes dull, so that thin cutting becomes difficult 
or  impossible,  in which  case  the  knife must  be  resharpened  (by Diatome  or  other 
companies that offer this service). 
	25 






































knife  is about  to cut  into  the edge of  the sample.  (b) View  from above. 
The knife is 1.5 mm wide; the sample was usually trimmed to a width of 
several hundred microns. For SBEM cutting, typical values for the bevel 
angle  are  45–55°,  for  the  clearance  angle  10–15°,  and  for  the  knife 
forward speed <0.2 mm/s.  
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3  keV  or  less  are  used  –  the  right  side  (inelastic  electron‐electron  scattering) 
dominates:  Incoming  beam  electrons  interact with  the  electrons  that  surround  the 
sample’s atomic nuclei,  thereby causing heating, structural damage, and mass  loss. 
Damage is worst in organic materials. The incoming electrons break chemical bonds 
in  the  sample molecules, which  changes  their  shape  and  shifts  their position. The 
crystallinity of polymers is destroyed (Grubb, 1974; Egerton et al., 2004). 
For  TEM  imaging,  it  is  known  that mass  loss,  an  indicator  of  beam  damage,  is 
significantly reduced at lower temperatures (Lamvik, 1991). The reduction factor for 
beam damage  effects  that  can  be  achieved  by  cryogenic  cooling  for TEM  imaging 
varies  considerably  (3–100)  with  the  type  of material  used  (Egerton  et  al.,  1987; 
Egerton et al., 2004). 
How  could  lower  temperatures  reduce  the  effects  of  beam  damage  in  the  case  of 
SBEM? A  lower  sample  temperature  does  not  reduce  the  energy  deposited  in  the 
sample  or  the  damage  caused  by  the  interactions  between  the  primary  beam 
electrons and the sample molecules. However, temperature has a strong effect on the 







degree  of  damage  caused  by  secondary  reactions,  since  all  chemical  reactions  are 
substantially slowed down at cryogenic temperatures.  
When  cutting with  a diamond knife,  structural  stability of  the  sample  is  essential. 
This stability  is compromised by the structural damage that occurs when too many 




presumably  just  abrades  the  surface  instead  of  cutting  it  off.  Should  too  much 
damage have occurred,  layers below  the cutting plane may be ripped off when  the 
knife blade moves through the sample, causing non‐uniform cutting thickness. 
To  test whether  cryogenic  temperatures  can  reduce  such  effects  of  electron  beam 
damage for SBEM imaging, a cryo‐microtome was constructed that can be operated 
at about 100 K (see Chapter 4). Another low‐temperature effect not related to beam‐





Negative  charge  building  up  on  the  sample  surface  during  SEM  imaging  can  be 
neutralized  with  positive  ions.  The  ions  can  be  supplied  from  low‐pressure  gas 
inside  the microscope  chamber: When  passing  through  the  gas,  beam  and  signal 
electrons  scatter  with  gas  molecules  and  ionize  them  (low‐vacuum  method,  see 
section 1.3.2). Another approach is to use an ion gun to generate the ions and focus 
them onto the sample surface under high‐vacuum conditions (Fig. 2.1).  
The  use  of  an  ion  gun  for  charge  neutralization  was  first  explored  by  Charles 
Crawford,  who  used  lithium  ions  to  reduce  charging  effects  for  imaging  non‐













Fig. 2.1:   Charge  neutralization with  an  ion  gun.  (a)  The  SEM’s  electron  beam 
transfers  negative  charge  to  the  sample  (IP).  The  ion  gun  directs  a 
positive  ion  current  (IION)  onto  the  sample  to  prevent  the  build‐up  of 
negative  surface  charge.  (b)  Schematic  of  experimental  setup.  Positive 
low‐energy  ions are  supplied  in high vacuum by an  ion gun mounted 
inside the SEM chamber. 
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insulator  charge‐up  and  of  charge neutralization with  low‐energy  ions  (Crawford, 
1980).  However,  the  ‘ion  gun  method’  has  not  been  widely  adopted  by  other 
researchers,  possibly  because  of  the  popularity  of  the  low‐vacuum  method 
introduced  at  about  the  same  time  (Moncrieff  et  al.,  1978,  and  others).  Charge 
neutralization with an  ion gun appears as an attractive alternative, since  it permits 
imaging  in high vacuum,  thus  avoiding  the  signal degradation  that occurs during 
low‐vacuum imaging. 
For my diploma thesis (Titze, 2008), I modified a filamentless ion gun for operation 
inside  a  scanning  electron microscope  and  carried out  initial  charge neutralization 
experiments.  In  this  chapter,  I will briefly  summarize my previous work and  then 
present  further  improvements  and  experiments  carried  out  during  my  doctoral 
research.  
At this stage, the ion gun setup delivers high ion current densities at low noise levels, 
but  provides  only  partial  charge  neutralization  when  imaging  at  typical  SBEM 
settings (16.5 nm pixel size, 150 pA beam current, 2.5 keV landing energy in the FEI 




charge  neutralization,  following  a  similar  project  by  a  former  diploma  student 
(Fantana,  2006).  The  ion  gun  used  by  Fantana  was  based  on  electron‐impact 
ionization  (Model  1401, Nonsequitur  Technologies,  Bend, Oregon, USA):  Positive 
ions were generated by accelerating electrons emitted  from a hot  tungsten  filament 
against a  stream of gas molecules. The  filament’s  lifetime was  short  (less  than 100 
hours according  to Fantana), so  it had  to be replaced  frequently. During operation, 
the filament deteriorated, which reduced the magnitude and the stability of the  ion 
current. Since long intervals of continuous and stable ion gun operation are required 
for  the  acquisition  of  large  SBEM  datasets,  a  mechanism  of  ion  generation  that 
depends on a hot filament did not appear suitable. 
Therefore, a different type of ion gun was chosen for my diploma project – the model 
‘IonEtch’,  a microwave‐driven  filamentless  ion  gun  (Tectra  GmbH,  Frankfurt  am 
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Main,  Germany;  see  Anton  et  al.,  2000,  for  a  detailed  description  of  a  similar 
prototype). Microwaves are used in the IonEtch to generate and sustain a plasma in a 
quadrupole  magnetic  field  by  exploiting  the  electron  cyclotron  resonance  effect 
(Asmussen,  1989).  Positive  ions  are  continuously  extracted  from  this  plasma with 











developed  simple  ion  optics  (einzel  lens  design)  using  a  charged‐particle  optics 
simulation  program  (SIMION,  Scientific  Instrument  Services,  Ringoes,  NJ,  USA). 
With  the  optics  attached  to  the  front  end  of  the  gun,  higher  ion  current densities 
could be achieved  (up  to about 30 nA/mm² versus <2 nA/mm² without  the optics, 
using an anode grid voltage of 40 V and a grounded extractor grid). 
The  first  charge  neutralization  experiments  with  heavy‐metal‐stained  epoxy‐
embedded retina samples showed  that  full charge neutralization could be achieved 
for  low‐magnification overview  images  (<1000x, >132 nm pixel size, ~150 pA beam 
















the  ion  gun  (based  on  the  commercial 
model  IonEtch,  Tectra  GmbH,  Frankfurt 
am Main, Germany) was mounted  inside 
a  Quanta  FEG  200  scanning  electron 
microscope  (FEI  Europe,  Eindhoven, 
Netherlands),  see  Fig.  2.3.  BSE  imaging 
was  performed  with  a  silicon‐diode 





























Fig. 2.2:   Full  ion  gun  setup. Microwaves  are  generated,  amplified,  and  passed 
through an  isolator  into a waveguide. Via a custom‐developed adaptor 
(Muegge  Electronic,  Reichelsheim,  Germany),  the  microwaves  are 
coupled to an antenna that transmits them to an alumina cup at the front 
end of the gun, where the oscillating electric fields sustain a plasma. The 
microwave generator  (gray box)  is shown  in detail  in Fig 2.4,  the  front 
part of the gun (gray), where ions are extracted and focused, in Fig. 2.5. 







The  initial microwave‐generation  setup  consisted of  a  signal generator  (SMHU  58, 
Rohde & Schwarz, Munich, Germany), a voltage‐variable attenuator  (ZX73‐2500S+, 
Mini‐Circuits, Brooklyn, NY, USA), a chain of  three amplifiers  (two pre‐amplifiers, 
one main  amplifier),  and  an  isolator  (a  device  that  transmits microwaves  in  one 
direction  only).  The  signal  generator  delivered  a  2.45‐GHz  sine wave, which was 
amplified  to a power between 5 and 20 W. The attenuator was used  to control  the 
microwave input power to the first pre‐amplifier, thereby controlling the final output 
power. The amplifiers and  the  isolator were provided  for  testing purposes by Prof. 
Dr.‐Ing. Georg Böck, TU Berlin. 
For  the  continuation  of  the  project  during my  doctoral  research,  the  preliminary 





Germany), whose  output power  (up  to  20 W)  could  be directly  controlled with  a 
potentiometer. The oscillator, the amplifier, and their respective power supplies were 
integrated into a single 19‐inch rack module (Fig. 2.4a). An ampere meter was added 




direct  contact with  the plasma  region)  to produce a  spark  that  ignites  the plasma. 
This high‐voltage discharge can damage the amplifier, because the decaying electric 
field  travels  from  the  plasma  cup  through  the  antenna,  the  waveguide  and  the 
coaxial  cables  to  the  amplifier  output. After  ignition,  a  fraction  of  the microwave 




Two  ‘grids’  (molybdenum  disks with  a  central  hole)  provide  the  electric  field  to 
extract positive ions from the plasma (Fig. 2.5a, page 37). The anode grid is in direct 
contact with  the  plasma.  The  anode  voltage,  set  to  between  0  and  50 V  for most 




plasma  instabilities  and  noise  problems.  The  grid  was  therefore  permanently 
connected to ground for all charge neutralization experiments. This also minimized 
sputter effects on  the extractor grid, since  the kinetic energies of all  ions hitting  the 
grid were low. 
The original IonEtch configuration (used during my diploma project) had an anode 
grid  with  a  1.5‐mm  aperture  and  an  extractor  grid  with  a  1.4‐mm  aperture.  To 
determine the effects of different aperture diameters on ion currents and noise levels, 




























Fig. 2.4:   Custom‐built microwave  generator.  (a)  Inside view  of  the device. A: 
Local  oscillator; B: power  amplifier with  internal  isolator; C:  ampere 
meter,  used  to  measure  and  display  the  amplifier  current.  An 
additional  isolator added  later  to protect  the amplifier during plasma 
ignition  is not  shown.  (b) Front panel of  the device. A potentiometer 




mm).  For  the  anode  grid,  a  current maximum was  reached  for  0.8 mm.  Further 
reductions in diameter to 0.6 mm and 0.4 mm significantly decreased the achievable 
currents, but also the light pollution inside the chamber (see section 2.4.2). The same 
observation  (less  light,  less  current) was made when  a  0.8‐mm  extractor  grid was 
used  instead of a 1.4‐mm grid. Overall,  the combination of 0.8‐mm anode grid and 
1.4‐mm extractor grid delivered  the highest  ion current densities  (see section 2.4.1) 
and  reduced noise  from  the plasma  light  compared  to  the  1.5‐mm  anode grid, by 
about a factor of 4 (as measured using image variance, explained in section 2.4.2).  
The reason why an ion current maximum was reached when using the 0.8‐mm anode 
grid can be explained as  follows. Reducing  the diameter of  the aperture makes  the 









doctoral  research,  several modifications of  the  ion optics  that  I will present  in  this 
section have increased the achievable ion current density more than ten‐fold. 
First,  the  local gas pressure  inside  the  ion optics was assumed  to be  too high and 







electrostatic  lens were removed,  I measured  large  ion currents  (up  to 5 nA per 0.5‐
mm Faraday‐cup aperture, which corresponds to 25 nA/mm²) and a symmetric beam 
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profile.  This  unexpected  focusing  behavior  was  caused  by  oxidation  and/or 
contamination  of  the  inner metal  surfaces  of  the  ion  optics. When  ions  hit  these 
surfaces and their positive electric charge cannot flow to ground, electric fields begin 
to build up. This quickly leads to a steady state: The positive fields that are building 
up  cause  fewer  ions  to  hit  the  surface.  The  overall  result  is  a  charging‐induced 
focusing of the ions.  
This observation revealed  two  flaws  in  the original design: First,  the metal parts of 
the  optics were made  of  aluminium, which  oxidizes  easily,  so  that  over  time  the 
surfaces  of  the  optics  would  become  non‐conducting.  Second,  the  aluminium 
focusing elements inside the optics were held in place by Teflon rings that charge up  
when being hit by  ions, which may also have contributed  to  the observed  focusing 
problems. 
The optics was therefore redesigned: All Teflon spacers were hidden from potential 
ion bombardment,  and  all  aluminium parts were  coated with gold  (Weinbrecht & 
Kücherer,  Pforzheim,  Germany;  see  Fig.  2.5c)  to  prevent  oxidation.  In  addition, 
before  every  experiment,  all  parts  were  ultrasonically  cleaned  with  acetone  to 
remove  any  residual  contamination.  After  these  steps  had  been  taken,  a  control 
experiment showed that no charging‐induced focus could be observed.  
Another change was made  to  the  ion optical path. SIMION simulations had shown 
that only  those  ions  that emerge  from  the extractor aperture within a half‐angle of 
about  10  degrees  can  be  focused  well  by  the  ion  optics.  The  other  ions  do  not 





the  extractor  grid  during  assembly  of  the  optics  (Fig.  2.5a).  This  ensured  that  the 
baffle would be grounded properly (which was not the case in the previous design) 
to prevent charge‐up caused by ion bombardment.  





When  the  redesigned gold‐coated  ion optics were  carefully aligned after  thorough 




















Fig. 2.5:   Ion optics. (a) Front part of the  ion gun with the custom‐developed  ion 
optics  attached. Positive  ions  are  generated  in  the plasma  region.  The 
plasma  is  sustained by microwaves delivered by  the  IonEtch  antenna. 
Two  grids  extract  the  ions  from  the  plasma:  the  anode  grid  (A) with 
direct contact to the plasma region, and the grounded extractor grid (E) 
next to it. After passing through the beam‐limiting aperture (B), the ions 
enter  the  focusing  field  created  by  two  cylindrical  electrodes  set  to 








measuring  the  ion  current with  a  Faraday  cup 
whose  surface  is oriented  towards  the gun  (Fig. 
2.6).  
The  focus  of  the  beam  can  be  moved  to  the 
sample  position  as  follows:  The  Faraday  cup 









During  charge  neutralization  experiments,  the  silicon‐diode detector used  for BSE 
imaging had a bias voltage of −20 V applied to its p‐n junction to reduce noise. This 
voltage, however, created an electric field that reached out from the detector surface 
and  attracted  the  ion  beam,  especially  when  using  low  kinetic  energies  (anode 
voltage  ≤20  V).  This  effect  had  to  be  taken  into  account  when  aiming  the  gun. 
Another field influencing the beam was created by the bias voltage (typically +300 V) 




Titze,  2008,  and  Fantana,  2006), measuring  the  ion  current  at  the  sample  position 









short working distances  (Fig.  2.6, Fig.  2.7a).  In  addition,  the Faraday  cup  aperture 
diameter was  reduced  to 0.3 mm  (previously 0.5 mm and 1.0 mm)  to enable more 
precise measurements. 
The  following procedure was used  to prepare  and  carry out  charge neutralization 
experiments:  
First, the miniature Faraday cup is attached to the sample holder of the standard FEI 
microscope  door  and  moved  below  the  microscope  objective.  Using  BSE  or  SE 
imaging,  the Faraday cup’s hole  is centered  in  the microscope’s field of view, at an 
angle of about 25°  to  the horizontal,  the  surface  containing  the hole  facing  the  ion 
gun. The working distance (from final lens to the hole) is adjusted to match the target 
working  distance  for  SBEM  imaging.  This  ensures  that  the  Faraday  cup  hole  is 
positioned exactly as the sample is positioned during SBEM acquisition.  
When the microscope chamber has reached high vacuum (<5 × 10−4 Pa), the chamber 
pressure  is  recorded, and  the  ion gun’s  leak valve  is opened  to  let  in  the gas  to be 
ionized.  I  used  helium,  nitrogen  and  argon;  other  gases  should  also  be  possible, 
including reactive gases that could not be used in ions guns with hot filaments. The 




sapphire plate micrometer screws
⌀ 0.3 mm 
aperture
10 mm
6 mm Fig.  2.7: Tools  for  current measurement
and  aiming.  (a)  New  custom‐built
miniature  Faraday  cup  for  measure‐
ments  at  small working  distances with
the  BSE  detector  in  place.  (b)  Custom‐
made  SBEM‐compatible  holder  for
aiming the ion gun. (c) Two micrometer
screws  for  precise  and  reproducible
aiming. 
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The  chamber  pressure  is  then  reduced  to  the  optimal minimum  value  by  slowly 
closing  the  leak valve.  If  the plasma goes out because  the gas pressure has become 
too low, it must be reignited by repeating the procedure described above. A chamber 
pressure  just  above  the  pressure  necessary  to  sustain  a  stable  plasma  yields  the 
highest ion currents (recommended by the manufacturer, confirmed in experiments).  
After  setting  the  anode  grid  voltage  to  the  desired  value  (typically  20–50 V),  the 
electrode  voltage  is  increased  until  a  positive  current  can  be measured with  the 
Faraday cup. The two electrodes can be set to different voltages;  in most cases I set 
both  to  the  same  voltage  for  ease  of  optimization  of  operating  parameters,  since 
using  the  second  electrode at a different voltage  than  the  first did not yield much 
improvement. The  aiming direction  of  the gun  is varied with  the  two micrometer 
screws  (Fig.  2.7c)  to  maximize  the  measured  current.  The  electrode  voltage  is 
adjusted  again  to  further maximize  the  current. This  cycle  of  aim  adjustment  and 
electrode adjustment is repeated until the current maximum is found.  
All settings are recorded: two values for the micrometer screw positions, the anode 
voltage,  the  electrode  voltage(s),  and  the  chamber  pressure  while  the  gun  is 
operating. The difference between  the chamber pressure before  igniting  the plasma 
and  the  chamber pressure during  gun  operation  is  characteristic  for  each gas  and 




conditions have been  reached,  the plasma  is  ignited and all parameters previously 
recorded are reproduced.  
To avoid the need to change doors, I designed a SBEM sample holder for aiming the 
gun  (Fig.  2.7b).  This  holder  contains  seven metal  pins  directly  below  a  grounded 
gold‐coated  surface  with  seven  holes.  Ion  current  falling  onto  the  pins  can  be 
measured  from outside  the vacuum chamber. The magnitude of  this current  is not 
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equal  to  the  full  current  measured  by  the  Faraday  cup,  but  its  maximum  still 
corresponds to the correct aim of the gun. The height of the holder can be adjusted, 
so that it exactly matches the height of the sample holder. The tip of the central pin 
will  then  be  at  exactly  the  same  position  as  the  sample  surface. Maximizing  the 
current falling onto this pin will maximize the current falling onto the sample surface. 
2.4 Results 
Even  though high  ion  current densities  could be  achieved with  the  current  setup, 
complete  charge  neutralization  was  restricted  to  imaging  at  low  magnification 
(<2000x,  pixel  size  >66  nm,  ~150  pA  beam  current).  For  typical  SBEM  imaging 
parameters on the FEI Quanta (8000x magnification, 16.5 nm pixel size, 100–200 pA 




section,  I  will  discuss  conceivable  reasons  why  areas  of  negative  surface  charge 
remain on the sample even as it is being irradiated with positive ions. 
2.4.1 Ion current densities 
Using  the  improved  ion optics with a 0.8‐mm anode grid  (set  to 40 V  for argon or 
nitrogen  and  50  V  for  helium)  and  a  1.4‐mm  extractor  grid  (grounded),  the  ion 
current densities given in Table 2.1 were reached. All currents were measured with a 





mm  aperture  (450  nA/mm²  average  ion  current density), with  argon,  after  careful 
optimization of all parameters, using the full microwave power available (~20 W), at 
a very  low  chamber pressure of 3 × 10−4 Pa  (pressure difference only ~2 × 10−4 Pa), 
anode voltage at 40 V, and electrode voltage at 58 V.   
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  Helium  Nitrogen  Argon 
Ion current density  175 nA/mm²  119 nA/mm²  320 nA/mm² 
Pressure difference  ~4 × 10−3 Pa  ~1.2 × 10−3 Pa  ~3 × 10−4 Pa 
Anode voltage   50 V  40 V  40 V 
Electrode voltage  56 V  49 V  56 V 
Table 2.1:   Current densities and the operating conditions under which they were 
measured.  Anode  grid:  0.8  mm  diameter.  Extractor  grid:  1.4  mm 
diameter. Microwave power: ~15 W. The pressure differences listed are 
the  differences  between  the  chamber  pressure  before  the  ion  gun  is 
used and the chamber pressure during gun operation.  
Current  density  profiles were measured  for  argon  and  helium  (Fig.  2.8). A  small 
asymmetry can be observed, which suggests  that  further  improvements  in aligning 
the  ion  optics  should be possible. A precise  alignment was  found  to  be  crucial  to 
achieve high current densities. The ion optics are attached to the sputter shield of the 




lowest possible chamber pressures and  the  lowest possible pressure differences.  (2) 


























Fig.  2.8:  Ion  current  profiles,
measured with  a Faraday  cup,
⌀  0.3  mm  aperture.  Argon
beam:  anode  at  40  V. Helium
beam:  anode  at  50  V.  The
profile  maxima  were  centered
at the 16‐mm y‐coordinate. 
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pressure was  lowered. This  is presumably  caused by  a higher plasma potential  at 










gun  operating,  using  the  histogram  function  of  ImageJ  (image  acquisition 
parameters: 8 μs dwell time, amplifier gain 16, contrast setting in FEI software: 0.5).  
Using  the 0.8‐mm anode grid, which was used  for  the majority of experiments,  the 
noise caused by the plasma light is very small: When the gun is not running, a typical 
dark current variance of 4 units²  (standard deviation of 2 units) was recorded  from 





about  625 units²  and  noise  variance  125  units²  (for  an  SNR  of  5).  The  extra  noise 
caused  by  the  light  of  the  plasma  is  therefore  negligible.  Smaller  anode  grid 
apertures  further  reduce  light  exposure,  but  also  reduce  the  magnitude  of  the 
extracted ion current. 
Under two circumstances, however, the noise level is significantly higher and visibly 















reasonable  imaging  (with  remaining  charging  artifacts)  becomes  possible  in  high 
vacuum:  (1)  The  sides  of  the  sample  can  be  coated with  gold  to  provide  better 





from  a  ground  connection,  the  charges  introduced  by  the  electron  beam  quickly 
accumulate  until  the  detector  signal  saturates  and  useful  imaging  is  no  longer 
possible.  
When  imaging  such badly‐grounded or non‐grounded  samples while bombarding 
them with positive ions from the ion gun, charging effects were significantly reduced, 
so that imaging always became possible (Fig. 2.9a). The positive current from the ion 
gun  had  the  same  effect  as  a  grounding  current ܫୋ୒ୈ.  The  image  stabilized  and 
distortions disappeared. However, charging artifacts in cell bodies and blood vessels 





parameters  to  achieve  maximum  ion  current  densities  and  aiming  the  current 
directly at the sample, as described in section 2.3; (2) Using lower anode voltages (0–
30 V)  and  non‐optimal  focusing  parameters  to  direct  a  diffuse  beam  towards  the 
sample.  (3)  Focusing  the  beam  at  a  position  over  the  sample  surface  (at  a  larger 
working distance). 
In  many  cases,  there  were  no  clear  performance  differences  between  these 




Fig. 2.9:   Charge neutralization with  the  ion gun. BSE contrast used  for  imaging 
(~150  pA  beam  current,  3  keV  landing  energy).  (a) A  non‐conducting 
badly‐grounded  retina  sample  imaged while  the  ion  gun  is  operating 
with argon. As the gun is switched off (red arrow), the sample starts to 
charge  up.  Large  distortions  are  visible  before  the  detector  signal 
saturates. Note that the initial decrease in signal (white stripe) is caused 
by  the  extinction  of  the  plasma,  which  removes  the  plasma‐light 
contribution  to  the  detector  signal.  Scale  bar:  5  μm.  (b)  Charge 
neutralization with the ion gun at low magnification. Overview image of 
a  retina  sample.  Scale  bar:  25  um.  (c)  Left:  Ion  gun  is  operating with 
argon using a 10‐V anode voltage. The  ion current  is not sufficient  for 
neutralization. Right: Ion gun operating at 40‐V anode voltage providing 
sufficient  positive  current  to  neutralize  the  negative  surface  charge. 
Scale bar: 25 μm. 

















Several  charge  neutralization  experiments  yielded  promising  results  (Fig.  2.10a): 
Charging artifacts were significantly reduced, to a similar degree as in low‐vacuum 
neutralization.	 
However,  the  apparent  reduction  in  surface  charging  shown  in  Fig.  2.10a  is 
overestimated. The  images were acquired with a BSE detector  that had been  in use 
for over a year. A comparison with a new detector of the same type revealed that the 
old detector had  lost a  significant amount of  sensitivity  (factor of 5 and higher  for 
energies between 1 and 3 keV; almost full loss of sensitivity <1 keV). Charging in the 
cell bodies therefore appeared greatly reduced or was not detected at all. A detector 
of  the  same  type with  particularly  low  sensitivity was  sent  to  the manufacturer 
helium argon nitrogen
ion gun off ion gun on




Fig. 2.10:  Ion‐gun  charge  neutralization  examples  for  typical  SBEM  imaging 
parameters  (8000x  magnification,  16.5  nm  pixel  size,  ~150  pA  beam 











much  stronger  than  in  the  images  in  Fig.  2.10a.  A  typical  case  of  incomplete 
neutralization  is  shown  in  Fig.  2.10b.  Charging  in  the  cell  bodies  is  somewhat 
reduced, but the dark artifacts remain visible. A frequent observation that can also be 
seen in this image is that neutralization on the left side is a little bit better than on the 
right side of  the  image, which  is  the side  from where  the  ion beam originates. The 
most  likely  reason  for  this  effect, which was  also  observed  by  Fantana  (2006),  is 
discussed in the following section.  
BSE imaging was used for almost all charge neutralization experiments. SE imaging 






The  improved  ion gun setup delivered high  ion current densities (>300 nA/mm²) at 






Our  goal  is  complete  neutralization  of  negative  charge  on  the  sample  surface.  In 
order  to  reach  this  situation,  the positive  current density  supplied by  the  ion gun 
needs to at least match the average electron current density for a given field of view 
(FOV). Note  that  the  electron  current  density  used  for  the  comparison  is  not  the 
beam‐current‐per‐spot‐area density, which is many orders of magnitude higher.  
48 
For the electron current density  ௘݆ ൌ ܫ௘/ܣ୊୓୚ during typical SBEM imaging on the FEI 
Quanta  (current: 150 pA,  field of view ܣ୊୓୚ ൌ 33.8  μm × 29.2  μm  ≈  1000  μm²), we 
obtain a value of  ௘݆ ൌ 0.15 pA/μm².  




to  this  calculation. However, we  have  overestimated  the  electron  current  density, 
since  a  certain  fraction  of  the  beam’s  electrons  are  backscattered  and  cannot 
contribute  to  the  surface  charge.  We  have  also  underestimated  the  ion  current 
density, since  the maximum density  in  the center of  the beam  is presumably  larger 






FOV [μm²]  ࢐ࢋ [pA/μm²]  ࢐ܑܗܖ [pA/μm²]  ࢐ܑܗܖ/࢐ࢋ 
250         (16000x, 8.25 nm)  0.6  0.135  0.23 
1000       (8000x,   16.5 nm)  0.15  0.135  0.9 
4000       (4000x,   33 nm)  0.038  0.135  3.6 
16000     (2000x,   66 nm)  0.0094  0.135  14 
64000     (1000x,   132 nm)  0.0023  0.135  59 
256000   (500x,     264 nm)  0.00059  0.135  229 
Table 2.2:   Comparison between ion current density and electron current density 
for  different  FOVs.  Values  in  parentheses  in  the  first  column  are 
magnification  and pixel  size  for  the  FEI Quanta  at  2048x1768 pixel 
image resolution. 
These  comparisons  suggest  that  there  should  be  a  comfortable margin  in  surplus 
positive  current  for  charge neutralization  at a magnification of 4000x  (33 nm pixel 
size). However, the magnification had to be reduced to 2000x and below to achieve 
















(epoxy  resin,  for  example),  the  positive  charge  cannot  be  drained.  The  charge 
accumulates,  thereby  creating  a  positive  surface  potential  that  decelerates  the 
incoming ions. As the charge‐up process continues, the surface potential approaches 
40 V. At 40 V, the flow of ions to the sample surface is stopped.  







width  half  maximum  is  17  eV.
Figure from Anton et al. (2000).  





How  could  this energy  spread be detrimental  for  charge neutralization? When  the 
anode voltage is set to 40 V, we can expect most ions to be at 60 eV (the 20‐eV shift is 






analogous  case  for  electrons with  a  broad  energy  spectrum was  reported  for  an 




ion  trajectories. The  ions generated  in  the  ion gun have kinetic  energies of  several 
tens of electron volts. This may present a problem when the ions do not bombard the 
surface straight  from above, but strike  the surface at a  low angle  (about 25°  in our 
case).  
As the ions approach a sample surface with islands of negative charge, they will be 
attracted by  these charges and  their  trajectories will become curved. Since  the  ions 
have  low velocities, even small negative fields will have a significant  impact on the 
trajectories.  However,  this  does  not  ensure  that  the  ions will  reach  the  negative 
charges that attract them. In general, ballistic trajectories do not intersect with points 












included  in  the  beam  path.  As  a  consequence,  more  current  would  need  to  be 
extracted from the plasma to compensate for the fraction of the current that is filtered 
out. 
The problem of ballistic  trajectories  is more  fundamental. A much steeper angle of 
ion bombardment would probably  reduce  the problem;  ideally,  the  ions would be 
directed at the sample from above at a 90° angle. While  it may be possible to make 
the  angle  steeper  than  the  current  ~25°,  significantly  higher  values  will  not  be 









A  common  method  to  prevent  surface  charging  is  to  coat  the  sample  with  a 
conductive film before introducing it into the microscope chamber (see section 1.3.4). 
This,  however,  is  incompatible  with  SBEM,  where  imaging  and  surface  removal 
cycles alternate, with the sample remaining in place (see section 1.2). 
In  this  chapter,  I will  present  the  development  and  evaluation  of  a  new  coating 
method*  –  automated  in‐chamber  specimen  coating  –  that  can  be  combined with 
SBEM. Reliable surface charge elimination was achieved in all tested cases (for beam 
currents  as  high  as  25  nA  and  sample  surfaces  as  large  as  1  cm²).  Thin  films  of 
palladium reduced SNR less than low‐vacuum conditions (for pressures >20 Pa water 
vapor). Automated  in‐chamber coating was used  to acquire SBEM stacks with BSE 
contrast  (>1000  successive  cut/coat/image  cycles),  stacks  with  BSE  contrast  using 
beam  deceleration,  and  stacks  with  SE  contrast.  A  new  evaporator  head  was 




A  miniature  electron  beam  evaporator  (“e−‐flux”,  Tectra,  Frankfurt  am  Main, 
Germany) was mounted inside the vacuum chamber (Fig. 3.1b, inside view; Fig. 3.2, 





The angle between  the evaporator axis and  the horizontal was 20°  for  the Quanta, 
and  34°  for  the MERLIN.  The  lower  angle  in  the Quanta was  chosen  so  that  the 
coating  could  be  combined with  the  operation  of  a  silicon‐diode  detector  for  BSE 
imaging (AXUV, International Radiation Detectors, Torrance, CA, USA). SE imaging 
in  the Quanta was performed with  the built‐in Everhart‐Thornley  (ET) detector.  In 
the MERLIN, either the ET or the in‐lens detector was used for SE imaging. 
The evaporator was operated in high vacuum (<5 × 10−4 Pa) at an accelerating voltage 



















 cutting              coating              imaging
+1.8 kVfeed
rod
rod (Pd, Cr, C...)
BSE detector
Fig. 3.1:   (a) Automated in‐chamber specimen coating. Each cycle consists of three 
steps:  (1) A miniature diamond knife  (Diatome AG, Biel,  Switzerland) 
cuts  off  a  thin  section  of  the  sample  to  reveal  a  fresh  surface.  (2) The 




front  part  of  the  evaporator  showing  rod,  filament,  and  the  aperture 





voltage – determines  the heating power and hence  the  temperature of  the  rod end 
from which the material evaporates, was kept at a preset value (typically 11–13 mA 
for Cr, and 9–11 mA for Pd) by modulating the amount of thermionic emission from 




operation,  the  copper body of  the  evaporator head was  continuously water‐cooled 
(Neslab RTE‐111 chiller, Thermo Fisher Scientific, Waltham, MA, USA; custom‐made 
interlock with flow sensor BFS 300, Bavaria FluidTec, Maisach, Germany). 
The  e−‐flux  evaporator  head was modified  as  follows.  To  restrict  the  area  that  is 
coated,  a  conical  aluminium  tube with  an  aperture  at  its  end was  attached  to  the 
copper plate at the end of the head (Fig. 3.1c). The tube had a circular opening (⌀ 1.5 




mm)  or  a  circular  opening  (same  diameter)  about  30 mm  from  the  rod  end.  This 










material deposition  onto  the  vacuum  chamber walls  by  atoms  emerging  from  the 
rear of the evaporator, a cylindrical cover shield was placed over the evaporator head.  
The aperture  tube was electrically  insulated  from  the  rest of  the head using Teflon 
gaskets  and  connected  to  an  ion‐current measurement  system  (Fig.  3.1c).  At  the 
Quanta microscope,  the  evaporator  flange was  equipped with  a bellows  assembly 
(Fig.  3.2)  that  allowed  the  coater  to  be  aimed  with  high  resolution  using  two 
micrometer screws, even while  the system was under vacuum. For  the MERLIN, a 
mounting  flange was used  that allowed some  lateral adjustments of  the evaporator 
position  in  the  plane  formed  by  the  evaporator  and  electron  beam  axes.  The 
evaporation direction could also be changed over a limited range, and only when the 
coater  was  removed  from  the  vacuum  chamber,  by  adjusting  two  sets  of  nuts 
clamping  the  evaporator head  to  four  threaded  rods  that  connected  it  to  the main 
flange.  
Where  the  coater  was  aimed  could  be 
determined as  follows. Prior  to  coating, 
a  pointing  device  was  attached  to  the 
aperture, which contained an adjustable 
needle  indicating  the  coating  direction 
(Fig.  3.3c). During  coating,  the  hot  end 
of  the  rod  emits  light,  part  of  which 
















Fig.  3.3:  Coating  in  the  ZEISS
Merlin. (a) Evaporator head with
cylindrical  aperture  tube
attached.  Cover  shield  not




can be  seen by an  in‐chamber  camera  (Fig. 3.1b). An alternative and  slightly more 
cumbersome  procedure  is  to  place  a  piece  of  filter  paper  at  the  sample  position, 
perform  a  coating  cycle,  locate  the  dark  spot  that  indicates  where  material  is 
deposited, and adjust the aim accordingly (Fig. 3.4).  






the motorized  feed were  remote‐controlled  via  an RS‐232  serial  connection  to  the 
modified  control  unit  of  the  evaporator.  The  control  unit  was  equipped  with  a 
custom‐developed  circuit  board  incorporating  an  ATmega328  microcontroller 
(ATMEL Corporation, San Jose, CA, USA).  
LabVIEW (National Instruments, Austin, TX, USA) was used to provide an interface 
to  set  all  parameters, monitor  emission  and  ion  currents  as well  as  the  filament 
voltage, and to automatically run the evaporation cycle (Fig. 3.5). The ion current was 
detected,  amplified,  and  filtered by  a  custom‐made  electronic  circuit. The  filament 
voltage was used as an indicator of filament stability during long‐term operation. 
Before carrying out a single coating or a series of coating cycles, the rod high voltage 
was  switched  on  and  remained  constant  throughout. Each  coating  cycle began by 
increasing the filament current until the desired emission current was reached (5–10 
s). During  evaporation,  ion  and  emission  currents  as well  as  the  filament  voltage 
were continuously monitored (Fig. 3.5a). 
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Fig.  3.5:  Coating  control.  (a)  Flow
chart of the coating process (several
minor  steps  not  shown).  The
“COAT  command”  is  sent  by  the
ImageJ  script  that  controls  the
SBEM  acquisition.  The  LABView
program  transmits  instructions  to
the microcontroller  installed  in  the
e−‐flux.  (b)  LABView  subpanel  for











which  is used  to  control  the  emission  current, but  eventually  the  filament  current 
reaches a set upper limit and the emission current drops. When the average emission 







stained neural  tissue  (rabbit  retina,  zebra  finch brain,  and whole mouse brain;  see 
Appendix B  for more  information). The sides of all samples were coated with gold 
(>25  nm  film  thickness)  before  introducing  them  into  the  SEM  chamber, using  an 





















custom‐built  insulating  specimen  holder  (Fig.  3.6a)  and  connected  either  to  the 




For  a  quantitative  comparison  between  the  low‐vacuum method  and  conductive 





neutralization  depends  on  several  factors  (personal  observations):  landing  energy, 
beam  current,  pixel  dwell  time,  and  on  the  sample  itself  – with  higher  pressures 
needed for samples with lower intrinsic conductivity. For a given pressure, the SNR 
falls more steeply for lower landing energies (Fig. 3.7a) and larger working distances 
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Fig. 3.7:  SNR  degradation  in  low  vacuum.  (a)  Relative  SNR  as  a  function  of 
chamber  pressure  (water  vapor)  for  different  landing  energies  at  a 
working distance  of  5 mm. Each data point  represents  the  average  of 
three measurements from a silicon square test sample (see Appendix A). 






can  be  evaporated  from  above  using  evaporation  from  a  rod  heated  by  electron 
bombardment  (Walley et al., 1971),  I performed  initial experiments with  carbon as 
the  coating  material  (2‐mm  diameter  rods,  99.997%  purity;  Goodfellow,  Bad 
Nauheim, Germany).  I  successfully eliminated  charging using  carbon  films  several 





Fig. 3.9:   Thin  carbon  films  provide  complete  charge  elimination  for  non‐
conducting  retina  samples  at  low  (a)  and  high  (b) magnification.  (c) 
Successive  cut/coat/image  cycles  with  carbon  (manual  coating).  Scale 
bars: (a) 50 μm, (b) 5 μm, (c) 2.5 μm. Images acquired at 3 keV landing 
energy and ~150 pA beam current. 
10 Pa 20 Pa 30 Pa 40 Pa 50 Pa 60 Pa 70 Pa
Fig. 3.8:  Low‐vacuum pressure series. Charging on the surface of a retina sample 







(flakes  of  debris  causing  short‐circuits  and  blocking  the  aperture  tube)  prevented 
reliable  operation.  Since  electronic  components  in  the  e−‐flux  control  unit  were 
repeatedly  damaged  by  arcing,  a  choke  (DEODAN  El  60/21,  68  μH;  Tauscher 
Transformatorenfabrik, Freyung, Germany) was added to the high‐voltage circuit to 
protect  the  control  unit  against  current  peaks,  and  a  galvanically  isolated  serial 








sufficient  rates  below  1200  °C, much 
less  than  temperatures  of  >2000  °C 
needed  for  carbon  (Echlin,  2009, 
Chapter  11),  and  did  not  appear  to 
cause  filament  degradation.  Chro‐
mium  films  as  thin  as  ∼2  nm  were 
sufficient  for  complete  discharging 
(Fig.  3.10).  However,  when  cutting 
SBEM stacks, I also found that the cutting quality gradually became worse. This was 
likely due  to a chemical  reaction of  the diamond knife with chromium  (Zhu et al., 
2001), which degraded the cutting edge.  
I  then  turned  to palladium, which has  a  lower melting point  than  chromium  (Cr: 
1907  °C,  Pd:  1555  °C;  Lide,  2005),  and was  able  to  find  coating  parameters  for  a 
temperature  that  provided  a  reasonable  evaporation  rate  while  avoiding 
uncontrolled  melting  of  the  rod  tip.  Experiments  performed  by  the  knife 
manufacturer showed  that cutting bulk chromium visibly damaged  the knife blade 






Although  the  advantage  of  carbon  is  its  lower  atomic  number, which means  less 
scattering of  incident  electrons  and BSEs,  advantages of  chromium  and palladium 
compared to carbon are (1) that they can be evaporated at much lower temperatures, 
requiring only ∼10 mA of emission  current  compared  to 65–75 mA  for  carbon,  (2) 
their higher SE yields, and (3) much higher electrical conductivity (Table 3.1).  
I  also  tested  vanadium,  titanium,  iridium,  and 
platinum  (Table  3.1),  but  couldn’t  find  coating 
parameters that ensured a reasonable evaporation rate 
while  preserving  stability  of  the  rod.  In  the  case  of 
titanium, vanadium, and iridium, the rod tip started to 
melt  as  deposition  was  observed.  Continuously 
growing  spheres  formed  at  the  tip  (Fig.  3.11), which 





















Titanium  22  4.5  1546  1670  390 × 10−9  0.51 
Vanadium  23  6.1  1888  1910  197 × 10−9  n.a. 
Chromium  24  7.2  1205  1907  125 × 10−9  1.01 
Palladium  46  12.0  1566  1555  105 × 10−9  0.94 
Iridium  77  22.6  2556  2446  47 × 10−9  n.a. 
Platinum  78  21.5  2090  1768  105 × 10−9  1.22 
 















interval)  and  the  coating  thickness was measured  (Fig.  3.12).  For  all  coatings,  this 
relationship  was  used  to  monitor  deposition  thickness  (in  nm)  through  the 
measurement of ion current integrals. 
Thin  in‐chamber  coatings  reliably  eliminated  sample  charging  (Fig.  3.13)  while 
retaining material  contrast, which  is  used  to  resolve  biological  structures  that  are 




any  noticeable  grain  structure  at  an  imaging  resolution  as  low  as  5  nm  (data  not 
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Cr
Pd
Quanta setup MERLIN setup
ion current integral [10 3  nAs]
Fig. 3.12:  Relationship between  ion current  integral and coating  thickness. Using 
the  conical  aperture  tube,  I measured  0.135  nm  coating  thickness  per 
1000 nAs ion current integral for palladium at ∼65 mm working distance 
in the Quanta. The slope for chromium was larger (0.244 nm/1000 nAs), 
presumably  due  to  a  different  ionization  probability.  Right  panel: 
Measurements  in  the  MERLIN  microscope  with  cylindrical  aperture 
tube. 
	65 
Since  evaporation  from  the  tip  of  the  rod  occurs  over  a wide  angular  range,  the 
expectation was that it should be possible to coat large areas. This was tested using a 
whole mouse brain  that had been  stained with heavy metals,  embedded  in  epoxy 




When coated with either chromium or palladium  (∼2 nm  thickness)  the sample no 








































(left)  and with  (right)  a  1.0–1.5  nm  palladium  film.  Landing  energies 
were 3 keV and beam currents 400 pA (top) and 130 pA (bottom), dwell 
times  4  μs,  working  distance  5.6  mm.  (b)  Same  samples  using  SE 
contrast.  Landing  energies were  3  keV  (top),  2.5  keV  (bottom),  beam 
currents  400  pA  (top),  110  pA  (bottom),  dwell  times  4  μs  (top),  8  μs 
(bottom), working distance 5.6 mm. Scale bars are 5 μm.  
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Having  established  that  the  coatings provide  reliable  surface  charge  elimination,  I 
quantified how  the SNR depends on  the coating  thickness  for BSE and SE  imaging 
(Fig.  3.15).  For  BSE  contrast,  the  SNR  always  decreased  as  the  coating  thickness 
increased, though the decrease was slower for higher energies. For landing energies 
of  3.0,  2.0  and  1.5  keV,  the  initial  slopes  were  about  15,  25  and  40%  per  nm, 
respectively. At the minimum film thickness needed for complete discharging during 
BSE imaging (∼1 nm), SNR was reduced by about 25% for a landing energy of 2 keV 
(Fig.  3.15b,  left  panel), which  compares  favorably with  the  >70%  decrease  during 
low‐vacuum  operation  (Fig.  3.7a)  in  case  of  the  retina  sample  for  which  a  gas 
pressure of 50–60 Pa was required.  
Fig.  3.14:  Block‐face  images  of 
cross  section  through  mouse 
brain  stained  as whole.  Samples
in‐chamber  coated  with  ∼2  nm 
palladium  (a),  and with  ∼2  nm 
chromium  (b).  In‐lens  SE  (left) 
and Everhart‐Thornley SE (right) 
detector images acquired at pixel 
acquisition  rates  of  20  and  5 
MHz,  respectively,  at  a  landing 
energy of 5 keV, a beam current 
of 25 nA, and a working distance 
of  6.0  mm.  Without  coating, 
images  could not be acquired  in 
high vacuum due  to very strong 
charging  effects  (not  shown). 
Scale bars are 20 μm. 
 SE, Cr-coated























why at 1.5 keV  increasing  the coating  thickness  from 1 nm  to 2 nm did not  further 
reduce the SNR for SE imaging.		



































































Fig.  3.15:  (a)  Relative  SNR  as  a
function  of  film  thickness  for
different  landing  energies.  Each
data point  is an average of  three
separate  measurements  from
retina  neuropil  (imaging  para‐
meters:  3  keV,  80  pA;  2  keV,  90
pA; 1.5 keV, 140 pA; dwell  times
4  μs; working  distance  5.5 mm).
(b) Relative SNR as a  function of
landing  energy  for  coating
thicknesses  of  1  and  2  nm,  for
BSE  (left) and SE  (right) contrast.
Each data point  is  an  average  of
three  (BSE) or  five  (SE) measure‐
ments  (imaging  parameters  as
above, but 8 μs dwell time), error






current  noise  was  the  dominant  noise  component  for  the  BSE  detector.  The 
observation  that  the ratio between  the SNRs  for  the coated and uncoated sample  is 
smaller  (about  25%  at  1.5  keV)  under  these  conditions  than when  scanning more 
slowly (close to 50%, Fig. 3.15a) may be explained by a larger relative contribution of 

















10 MHz acquisition rate
BSE, 1.5 keV BSE, 1.5 keV Inlens, 1.5 keV
uncoated coated coated
Fig.  3.16:  Comparison  of  SNR
for  in‐lens  SE  and  BSE
detection  on  the  Zeiss ULTRA
PLUS. Zebra  finch brain, beam
current ∼1  nA, dwell  time  100







Applying  a  negative  potential  to  the  sample  reduces  the  landing  energy.  This 









issues  when  imaged  without  BD  showed  image  quality  defects,  such  as  local 
shadowing  and  uneven  signal  intensity  across  the  field  of  view,  when  BD  was 
applied  (Fig.  3.17a,  left  panel). No  such  problems  occurred when  imaging  coated 











































(a)  Zebra  finch  sample  using  BD
without  (left)  and  with  (right)  a
∼2  nm  palladium  film,  1.5  keV
landing  energy,  −1.0  kV  beam
deceleration,  110  pA  beam  cur‐
rent, 4 μs dwell time. Scale bar is 5
μm.  (b)  Coated  retina  without
(bottom)  and  with  (top)  −1.5  kV
BD, 1.5 keV  landing energy, ∼120
pA beam  current,  and 8 μs dwell
time.  Scale  bar  is  1  μm.  Right
panel:  SNR  relative  to  that
without  BD  as  a  function  of  the
deceleration  voltage  for  different
landing  energies. Each data point
is  an  average  of  three  measure‐
ments.  Error  bars  show  standard






The  coatings  prevented  all  charging  artifacts  during  BD  imaging,  at  least  for 
decelerating voltages  of up  to  −1.5 kV,  and  substantially  improved  resolution  and 
SNR  for  a  given  landing  energy  (Fig.  3.17b).  The  improvements  were  most 
pronounced  for  lower  landing energies, where BD more  than  compensated  for  the 
decrease  in SNR due  to coating. Note  that part of  the gain  in SNR  is due  to better 
resolution, an effect that is dependent on the microscope: Microscopes that feature an 
in‐column  beam  acceleration  mechanism  can  preserve  focusing  quality  at  lower 
landing energies  (e.g. Zeiss ULTRA PLUS, data not  shown). The FEI Quanta  lacks 




To  test whether  serial  in‐chamber  specimen  coating  is  reliable, provides  consistent 
contrast  over  a  large  number  of  successive  images,  and  does  not  interfere  with 
cutting,  the coating step and BD  functionality  (Fig. 3.18b, see also Ohta et al., 2012, 
for the combination of FIB‐SBEM and BD) were integrated into the serial block‐face 
imaging process. Continuous SBEM stacks with automated coating could be acquired 
with  no  obvious  problems  as  judged  from  viewing  the  reslice  (Fig.  3.18a)  or 
inspecting  the  image  sequence  (Supporting material,  Titze & Denk,  2013).  Similar 
results were obtained using BD or SE contrast  (Fig. 3.18b, c). The number of cycles 
was  limited  by  the  displacement  range  (50  mm)  of  the  automatic  rod‐advance 
mechanism. 
To  estimate  the  amount  of material  needed  per  coating  cycle,  I  assumed  that  the 
material  is  evaporated uniformly  in  all directions. Although  this would  appear  to 
underestimate the flux in forward direction, I found that the end of the rod becomes 








































with  SBEM.  Stacks  of  rabbit  retina  using  BSE
contrast without (a) and with (b) beam deceleration
(−1.0  kV),  of  zebra  finch  (c)  using  SE  contrast. All
stacks  acquired  on  the  FEI  Quanta  using  landing

















The  first  issue  can  be  dealt  with  in  two  ways:  Either  by  accepting  that  coating 
intervals become longer as the stack is being acquired, or by adjusting the rod high 
voltage or  the  target  emission  current  to  increase  the heating power,  thus keeping 
coating times constant.  
The second issue – thermal radiation – did not appear to cause problems in the case 
of palladium evaporation. However,  if  the working distance  is decreased  to enable 
more  coatings per  rod  length, as  suggested above,  the heating power  reaching  the 
sample  will  increase  with  the  inverse  square  of  the  distance.  An  even  steeper 
dependence  is  to  be  expected  for  the  evaporation  temperature  (radiated  power 
ܲ ∝ ܶସ)  –  a  disadvantage when  using  carbon  or  other  coating materials  requiring 
high  evaporation  temperatures.  Should  problems  caused  by  thermal  radiation  be 
ba
Fig.  3.19: Coating  debris  (palladium)









The  third  issue  –  debris  –  is  caused  by  the  fact  that  only  a  tiny  fraction  of  the 
evaporated material  is actually deposited onto  the sample. The rest  is deposited as 
thick layers onto the inner surfaces of the aperture tube and the evaporator head (Fig. 




Palladium debris appears to stick well to the metal surfaces and  its  thick  layers are 
fairly rigid. In comparison, thick layers of deposited chromium and carbon are much 








Filament  degradation  caused  by  carbon  bombardment  (section  3.2.2)  and  the 
problem  of  debris  accumulation  discussed  in  section  3.2.8  prompted  the 
development of a new evaporator head. The new design, which I will present in this 




In the original e−‐flux evaporator head, the rod tip  is  in  line of sight of the filament 
from where  electrons are  emitted. Since  evaporation  from  the  rod  tip occurs  in all 
directions,  the  filament  is bombarded with evaporated atoms during every coating 
cycle. Hence, a new design appeared suitable in which the electrons emitted from the 




USA). Small deflection voltages  (<50 V) appeared  sufficient  to deflect  the electrons 
towards the rod. This, however, did not take into account space‐charge effects, which 
could not  be  simulated with  SIMION.  I  therefore used  the  software CPO  (Charge 
Particle  Optics  Ltd.,  Manchester,  UK;  Read  &  Bowring,  2011)  that  allowed  to 




The  simulation  of  the  new  design  predicted  that  the  emitted  electrons would  be 
directed  onto  a  smaller  area  on  the  rod  surface,  compared  to  the  original  e−‐flux 







(Fig. 3.21). The deflection  cylinder was  initially made of  stainless  steel. During  the 
first evaporation tests, electrons emitted from the filament hit the rim of the cylinder, 
which  heated  up  and  began  to  deform.  The  material  was  therefore  changed  to 
molybdenum  and  the  cylinder was produced by  a  contract manufacturer  (Length: 
47.5 mm; inner diameter 12 mm; PLM GmbH & Co. KG, Neuhausen, Germany). 
To  insulate  the  molybdenum  cylinder  (set  to  several  hundreds  of  volts  during 
operation) from the outer copper walls (grounded), a ceramic tube (Al2O3; length: 30 
mm,  inner  diameter  13  mm,  outer  diameter  15  mm;  Ceratec  GmbH,  Kreuztal‐
Kredenbach, Germany) was inserted between the electrode and the copper body (Fig. 
3.21a).  
Fig. 3.20:  Old  (a)  and  new  (b)  evaporator  head design  in  cross‐section  (radially 
symmetric),  simulated  with  the  CPO  software.  (a)  Line‐of‐sight 
evaporation.  (b) New design. A  cylindrical deflection  electrode  (set  to 
600 V  in the simulation shown)  is positioned around the rod. Electrons 
emitted  from  the  filament are  first attracted by  the electric  field of  the 
















Since  the new design, as simulated with CPO, required  the  filament  to be precisely 
positioned  and  radially  symmetric,  new  filament  holders  had  to  be  developed. 
Instead of holding one  filament  (1.5  turns) as  in  the original e−‐flux head,  the new 
holders hold two filaments (½ turn each, identical shape, ⌀ 17 mm), as shown in Fig. 















Fig. 3.21:  New  evaporator  head.  (a)  Cross‐section.  (b)  Front  view,  front  plate 
detached,  showing  the  two  filaments.  (c)  Full  view  (aperture  tube 
detached). 
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plane. A  small  tool was designed  to bend  the  filaments  (tungsten wire, ⌀ 0.3 mm; 



















and  of  the  emission  current  lost  through  the  deflection  electrode  depend  on  the 
positions  of  the  filaments,  of  the  rod  tip,  and  of  the  deflection  electrode.  An 
optimization of these positions will be required to maximize the current reaching the 
rod and minimize the current falling onto the deflection electrode.  
Both  palladium  and  chromium  were  evaporated  successfully  with  the  new 
evaporator head. Carbon evaporation was also possible (deposition confirmed with a 
quartz crystal thickness measurement), but there were two problems that prevented 
long  coating  series with  carbon:  (1) High‐voltage  arcing  occurred  again,  as  in  the 
original  e−‐flux  evaporator  head.  (2)  The  deflection  electrode  is  heated  during 









Automated  in‐chamber  specimen  coating  provides  reliable  charge  elimination  for 
SBEM  imaging. Compared with  the widely used  low‐vacuum method, a ∼1–2 nm 
film  of  palladium  leads  to  a  better  SNR  for  BSE  imaging  in  high  vacuum  under 
typical  imaging  conditions  (2  keV,  150  pA).  In‐chamber  coating  also  permits  SE 
imaging of non‐conductive samples with both ET and in‐lens detectors, as well as the 
application  of  beam  deceleration  to  such  samples.  The  coatings  completely  and 
reliably  remove  any  charging  artifacts  –  for  single  images  as well  as  SBEM  image 





used without charging effects, which  is  important  for  large‐scale  image acquisition 
projects, where fast pixel rates are required. In‐chamber conductive coating may also 
be  essential  for  the  combination of multibeam SEM  (Schalek  et al., 2012), which  is 
based on SE contrast, with SBEM. 
One drawback of charge elimination via thin conductive coatings  is that both beam 












gold, platinum and others) and  to  those  that do not  react with  the diamond knife 
(which  rules out  iron,  cobalt, nickel,  titanium and others). Using FIB‐SBEM would 
remove the second restriction. A different evaporator design or the use of (ion beam) 
sputtering would  remove  the  first  restriction,  in which  case  light metals  (for  BSE 
imaging) and other  suitable metals with high SE yields  (for SE  imaging) might be 
used. 
In addition  to SBEM  imaging of neural  tissue, which has been  the  focus so  far,  the 








working  distance)  that would  allow  10,000  cycles  under  the  assumption  that  the 
amount of debris  inside  the evaporator head does not prevent reliable operation.  If 




imaging  time, and  the overhead  for  tiling  (stage movements). For single‐tile stacks, 
the imaging time is usually very short (<10 s for typical stack acquisitions on the FEI 
Quanta). Assuming a cutting time of 40–60 s, the coating time (typically 20–40 s for 




A  reduction  in  coating  time  could  be  achieved  as  follows.  (1)  Higher  emission 
currents  could be used  to obtain higher deposition  rates.  In  the  case of palladium, 
however,  the  room  for  improvement  is  limited, as  the  rod  tip will begin  to melt at 
80 
higher  temperatures.  (2)  The  acquisition  script  could  be  improved. Currently,  the 




cutting  cycle.  (3) Use  of  a  shutter would  further  reduce  coating  time. The  shutter 
would not be opened until  the maximum deposition rate  is reached, as determined 
by measuring  the  ion current. Coating would  then begin at  the  full deposition rate 
directly  after  the  knife  is moved  away  from  the  sample.  In  addition,  closing  the 
shutter  after  the desired  coating  thickness has been  reached may  also prevent  the 






For  consistent  cutting  in  diamond‐knife  SBEM,  the  amount  of  electron  irradiation 
must  not  exceed  certain  thresholds  for  a  given  cutting  thickness  (see  section  4.1.2 
below;  for other parameters  that affect cutting see section 1.4.1). Since  lowering  the 
sample temperature is known to reduce the effects of beam damage in TEM imaging 
(section 1.4.2), cryo‐operation appears to be worthwhile exploring for SBEM as well: 
In addition  to possibly making  the sample more rigid, which  is known  to  improve 
cutting  from  the use  of  harder  embedding materials,  cryogenic  temperatures may 
reduce  the  effects  of  electron  beam  damage,  thus  enabling  thin  cutting  at  higher 
electron doses than those achievable at room temperature. 
In  this  chapter,  I will describe  the work  that  has  been  carried  out  so  far  to  allow 
SBEM operation at ~100 K  (−173 °C). The entire setup – consisting of a closed‐cycle 
cooling  system,  a  SBEM  microtome  with  custom‐developed  cryo‐holders  for  the 
knife  and  the  sample,  and  the  SEM  itself  –  is  referred  to  as  ‘Cryo‐SBEM’  in  the 




The  electron  beam  in  an  SEM  inflicts  structural  damage  on  the  specimen  being 
imaged (Egerton et al., 2004, see section 1.4.2). In the following, I will briefly describe 




The  effects of  electron beam damage  can be  seen directly  in SEM  images: When a 
certain  region on  the  sample  surface  is  imaged  repeatedly,  contrast  is  increased at 
first,  and  then  substantially  reduced  if  irradiation  continues  (Fig.  4.1d). The  initial 
increase  is presumably  caused by  removal  of  epoxy  resin while  the  stained  tissue 
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Fig. 4.1: Beam damage observed
in  SEM  images.  (a)  Central
region  imaged  at  ~150  pA  for
several hours. Scale bar:  20  μm.
(b)  Edge  of  an  area  that  was
imaged  at  ~250  pA  for  30 min.
Scale bar: 500 nm. (c) Removal of
a  damaged  surface  with  a
diamond  knife.  (d)  Change  in




(for example during  focusing) and  the magnification  setting  is switched  to a  lower 
value (Fig. 4.1a). At higher magnification, a loss of image detail in heavily irradiated 
regions can also be observed (Fig. 4.1b).  
After  the  region  shown  in Fig. 4.1c had been  irradiated  for an  extended period of 
time  (total  dose  of  >30000  e−/nm²)  and  appeared  ‘bleached’,  several  cuts  with  a 













To  compare  the  effects  of  beam  damage  on  cutting  under  different  imaging 
conditions, we need a parameter that corresponds to the amount of damage caused 
by the electron beam. If the landing energy of the electron beam is kept constant for 
comparison  purposes,  the  electron  dose  (units:  number  of  electrons  per  nm²)  is  a 
suitable choice:  
ܦୣ 	ൌ ሺܫ୔/eሻ߬ୈܣ௫௬ 	 




Multiplying  the electron dose ܦୣ	with  the kinetic energy of one beam electron  (eܸୣ ) 
provides an upper  limit  for  the amount of energy  that  the beam can  transfer  to  the 
sample, per square nanometer sample surface: 
ܦா 	ൌ ܫ୔ܸୣ ߬ୈܣ௫௬ 	 
To determine  the  electron‐dose  limits  for  SBEM  imaging  in  the  case  of  an  epoxy‐
embedded retina sample (see Appendix B for details), I compared 40‐nm and 25‐nm 
cutting  under  high  vacuum  conditions  at  3.0  keV  and  2.5  keV  landing  energy, 
respectively. 
For a cutting thickness of 40 nm, I found that an electron dose as high as 28 e−/nm2 
(ܦா =  84 keV/nm2) was  tolerable  for  consistent  cutting  (300 pA beam  current,  4  μs 
dwell time, 16.5 nm pixel size, 3 keV landing energy).  
For  a  cutting  thickness  of  25 nm,  consistent  cutting was  only possible  for  a much 
lower electron dose of ܦୣ = 7.3 e−/nm2 (ܦா = 18 keV/nm2), 160 pA beam current, 2 μs 
dwell time, 16.5 nm pixel size, 2.5 keV landing energy). When increasing the dose to 
about  10−12  e−/nm²,  the  cutting  thickness  became  non‐uniform;  at  15  e−/nm²,  cuts 




thickness. However,  low vacuum conditions  (50 Pa water vapor) were used  in  that 
case, which presumably reduced the effective electron dose. 
Until recently, a diamond‐knife cutting thickness of about 20−25 nm was considered 
the  lower  limit  for  SBEM  imaging.  Recent  experiments  have  shown  that  cutting 
thicknesses of 15 nm and below are possible  if  the  landing energy and  the electron 










A  closed‐cycle  cooling  system  (“Cryotiger”, Polycold  Systems/Brooks Automation, 
Petaluma, CA, USA) was used  to cool both sample and knife. The system provides 
continuous cooling without requiring the user to handle any liquid or gas, or to carry 
out  any other maintenance  tasks. The Cryotiger’s  functional principle  is  similar  to 
that of a refrigerator.  
The Cryotiger  system consists of a compressor,  two gas  lines  (one  supply  line and 
one return  line; braided stainless steel to withstand the operating pressure of 14–17 
bar), and a cold end with a circular surface where  the heat  loads are attached  (Fig. 









Fig. 4.2:   Cryo‐SBEM  setup.  (a)  SBEM  door  with  the  custom‐developed  cryo‐
microtome  (built  by  the  mechanical  workshop  in‐house)  and  the 
Cryotiger  cold  end  (held  in  position  by  a  custom‐made  high‐vacuum 
flange).  (b) Cryotiger compressor.  (c) High‐pressure cooling  lines  (total 
length: 10 m), carrying the refrigerant PT‐13.  
86 
The  Cryotiger  cold  end was  integrated  into  the  SBEM  door with  a  custom‐built 
flange (Fig. 4.2a). A  large piece of copper (called  ‘copper cold end’  in the following 
text) was  screwed  to  the Cryotiger  cold end  to  serve as a  connection point  for  the 
sample holder and the knife holder, and as a buffer against temperature fluctuations. 





New  custom‐developed  holders  for  the  diamond  knife  and  the  sample  provided 
insulation  for  low‐temperature  SBEM  operation.  These  ‘cryo‐holders’  were  each 
connected with  a  copper braid  to  the  copper  cold  end  (Fig.  4.3a). The  ends of  the 










knife holder  that  clamps  the diamond knife  is pushed  against  three glass  spheres. 
The force holding this part in place is exerted by a screw whose head pushes against 
a small beam that is insulated with two additional glass spheres, giving a total of five 
contact  points with  glass‐sphere  insulation.  The  sample  holder  is  secured  by  five 
glass  spheres:  one  sphere  on  the  side  facing  the  knife  arm,  four  spheres  on  the 
opposite side. The position of each of  the  four spheres on  the opposite side can be 
adjusted with a set screw. The other sphere is held by a larger screw that is used for 
final positioning and fastening of the sample holder at the desired working distance. 








cable with  low  thermal conductivity  (PW4‐36‐100, Cryogenic Control Systems)  to a 
LEMO  vacuum‐feedthrough  connector.  The  temperatures  were  recorded  with  a 
temperature controller  (Model 34, Cryogenic Control Systems), using  four‐terminal 
sensing.  
Both  the  cryo‐sample‐holder  and  the  cryo‐knife‐holder  were  made  of  titanium. 
Earlier  versions  of  the  sample  holder were made  of  copper  and  brass,  but  these 
materials proved too soft – the glass spheres caused large indentations. In addition to 
its  hardness,  another  advantage  of  titanium  is  its  smaller  expansion  coefficent 




















Fig.  4.3:  (a)  Cryo‐knife‐holder 
and  cryo‐sample‐holder  con‐
nected  to  the  copper  cold  end 
in  the  fully  assembled  Cryo‐




Mechanical  stability  of  the  cryo‐knife‐holder  and  the  cryo‐sample‐holder  was 
verified by cutting tests at room temperature. At  low temperatures, full verification 
of mechanical  stability  could  not  be  achieved  yet  (see  section  4.3.3).  Since  knife 
holder and sample holder contract when cooled down, the forces acting on them to 




First,  I  carried out  temperature measurements  to determine  the  final  temperatures 
that the sample and the knife can be cooled to with the setup (Fig. 4.4). The copper 

























knife holder, no contact
sample holder, no contact
cold end
Fig.  4.4:  RTD  temperature  measure‐
ments  during  Cryotiger  operation.
Compressor was switched on at  t = 0
min. Final temperatures were reached
after  about  2½  h.  Final  cold  end
temperature was  73  K.  Knife  holder
and sample holder temperatures were
measured  when  secured  inside  the
microtome  (two  upper  curves,  final
temperatures: 112 K, 100 K) and when
suspended  in  high  vacuum  (no
microtome  contact,  final  tempera‐
tures: 86 K, 76 K). 
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As  shown  in  the  temperature plot above,  the  final  temperature of  the knife holder 
was higher  than  the  final  temperature of  the sample holder, even  though  the braid 
used  to  connect  the  sample  holder was  almost  twice  as  long. Heating  caused  by 
radiation  from  the  microtome  surfaces  and  the  chamber  walls  may  explain  this 
temperature gap, since the knife holder has a larger surface area.  
4.3.2 Low‐temperature effects 
High  vacuum  conditions  in  the  FEI Quanta’s  vacuum  chamber were  necessary  to 
operate the Cryo‐SBEM, since low‐vacuum conditions (e.g. nitrogen at 50 Pa, which 
was tested) prohibited adequate thermal insulation.  
When  the  sample  was  cooled  down  in  high  vacuum  to  its  final  temperature  of 
100−110 K, the first observation was that the sample was covered by a continuously 
thickening  layer  of  ice.  This  layer  is  formed  by  residual water molecules  in  the 
vacuum  chamber  that  freeze  when  they  hit  the  cold  sample  surface.  (The 












When  the Cryo‐SBEM  setup was  tested  in  a different FEI Quanta microscope,  the 
effect was  substantially  reduced  (factor of  ~20):  about an hour had  to pass until  a 




temperatures may  have  sufficiently  reduced  the  amount  of  residual water  in  the 
chamber, while in the other vacuum chamber this reduction apparently did not occur.  
An  ice  layer  building up within minutes would  be problematic  for  imaging  large 
































image  is  acquired.  At  this  stage,  the  ice‐layer  build‐up  does  not  prevent  further 
experiments  with  the  current  setup,  since  the  acquisition  of  single‐tile  stacks  is 
possible without noticeable contrast impairment (in both Quanta microscopes).  
Another effect caused by the low operating temperature is the shrinking of the knife 
holder  and  the  sample holder. When  cooled down,  the  sample  surface  recedes by 
several  tens  of microns. When  the  stack  is  started  at  room  temperature  and  the 





acquisition.  It  is  therefore  necessary  to  position  the  knife  farther  away  from  the 
leading edge to compensate for this effect. 
The diamond knife itself also contracts, which might compromise stability if it had a 
thermal  expansion  coefficient  larger  than  the  one  of  the  knife  holder  material. 
However,  the  expansion  coefficient of diamond  is only  about  1.0  ×  10−6/K  at  room 
temperature  and  <0.1  ×  10−6/K  at  100 K  (Stoupin & Shvyd’ko,  2011), much  smaller 
than  the  expansion  coefficient  of  titanium  (8.6  ×  10−6/K  at  room  temperature). 








final  temperature of 73 kelvin  is reached.  Imaging with  the SEM shows  the sample 
covered by a  layer of  ice  that has  formed during  the  cool‐down process  (Fig. 4.5). 
About 130 cuts of 150 nm thickness are performed (while periodically observing the 
sample surface with the BSE detector) until the surface is reached and the ice layer is 




cold  end  (similar  to  the  braid  connecting  the  knife  holder  shown  in  Fig.  4.3a), 
substantial jitter could be seen in the images, most likely caused by vibrations of the 
copper cold end that were transmitted by the copper braid. This problem was solved 
by using a much more  loosely woven  copper braid  that was bent  in a U  shape  to 
minimize  the  force  transmitted  to  the  sample.  However,  in  some  cases  jitter 
reappeared  several  hours  after  the  final  cold  end  temperature  had  been  reached, 
likely due to ice bridges forming between the copper wires, reducing the compliance.  
Initial  cutting  tests with  only  the  sample  being  cooled  resulted  in  very  irregular 





was  reduced  to  about  6 K. A  further  reduction  appears  essential,  since  consistent 
cutting could not be achieved yet with the current setup. Another reason why cutting 
problems persist could be that the forces holding the sample and the knife holder in 
place  become  too  small  as  the  temperature  decreases  and  both  sample  and  knife 
contract. 
Sample surface charging appeared 
to  become  worse  at  cryogenic 
temperatures.  Charging  in  cell 
bodies  increased  compared  to 
room  temperature conditions  (Fig. 
4.6),  and uneven  signal  intensities 
were  observed  at  cryogenic  tem‐
peratures.  However,  these  effects 
were not observed  in all cases. To 
minimize  charging  problems, 
samples  with  high  intrinsic  con‐
ductivity  were  used  for  Cryo‐
SBEM experiments (see Appendix B). The sides of all samples were coated with gold 
to  ensure a good  connection  to ground. Grounding of  the  cryo‐sample‐holder was 
provided via the Cryotiger cold end. 
293 K 100 K
Fig. 4.6: Charging at room temperature (a) and 






The most probable obstacle preventing  stack  acquisition  at  low  temperatures with 
the current setup appears to be the remaining temperature difference between knife 
and sample. The foremost aim for the next experiments will therefore be to make this 
difference  as  small  as  possible  (<1  K).  This  could  be  achieved  in  two  ways:  (1) 
Thickness  and  length  of  the  copper  braids  could  be  adjusted  in  a  series  of 
experiments until  the  temperature gap  is  closed.  (2) Controlled  counter‐heating  of 
the sample and/or the knife could be used, for example with nichrome wire heaters. 




expansion,  which  pushes  sample  material  against  the  knife,  possibly  prolonging 
expansion;  a  knife  that  is  colder  than  the  sample would  cause  contraction  of  the 
sample material, which  should,  in  contrast,  immediately  reduce or prevent  further 
contraction.  
If consistent  low‐temperature cutting  is achieved,  the  following experiment will be 
carried out. First, 25‐nm stacks will be acquired at room temperature using a series of 
increasing electron doses until a dose is reached where consistent cutting is no longer 
possible. Using  the same sample and  the same  imaging parameters,  the SBEM will 
then be operated at low temperatures (110 K or lower) and again, stacks will be taken 
at  increasing  electron doses.  If  consistent  cutting  can be achieved at a higher dose 
than  the maximum  dose  achievable  at  room  temperature,  the  proof  of  principle 
would  be  successful.  Electron  dose  thresholds  could  be  established  for  different 
landing energies, cutting thicknesses, and types of embedding.  
To reduce the amount of residual water in the chamber, there are various approaches 
that  could be  explored: better high vacuum  flanges  that  reduce diffusion of water 
into the chamber, a turbo pump with a higher efficiency for water molecules, ‘cryo‐
















two  techniques  to  eliminate  surface  charging  – with  the  aim  to  allow 
SBEM imaging of non‐conducting specimens in high vacuum;  
(3) Cryo‐SBEM (low‐temperature cutting and imaging),  





an FEI Quanta microscope). However,  at higher magnifications  (especially  ≥8000x, 
≤16.5  nm  pixel  size,  typical  for  SBEM  imaging  on  the  FEI  Quanta),  only  partial 
neutralization  is  achieved;  charging  in  regions  of  high  sample  surface  resistivity 
remains in most cases (cell bodies and blood vessels in case of the samples used for 
charge  neutralization  experiments).  In  the  special  case  of  badly‐grounded  or 
electrically floating samples, the ion gun provides a ground connection through the 
vacuum by supplying positive current, thus allowing stable BSE  imaging (although 
charging  artifacts  remain). The gun’s  custom‐developed  ion optics  achieve  current 
densities of >300 nA/mm2 for argon, >150 nA/mm2 for helium, and >100 nA/mm2 for 




is achieved. Noise from the  ion gun  is negligible for BSE  imaging  in most cases. SE 
imaging  is disturbed by stray electrons  from  the  ion gun. Attempts  to suppress  the 
stray electrons to test charge neutralization  for SE  imaging were not pursued, since 
complete charge elimination  for BSE  imaging  is a prerequisite  if charge elimination 
for SE imaging is to be successful.  
Automated  in‐chamber  specimen  coating  with  an  electron  beam  evaporator 
provides reliable surface charge elimination for both BSE and SE imaging in all tested 
cases, even for electron beam currents as high as 25 nA and surface areas as large as 
~1 cm2. Thin  films of palladium  (1–2 nm mass  thickness)  reduce SNR  less  than  the 
widely‐used low‐vacuum method (for pressures ≥20 Pa). Coating also enables the use 
of beam deceleration for non‐conducting samples, which substantially improves SNR. 
SBEM  acquisition  with  automated  coating  was  demonstrated  for  over  1000 
cut/coat/image  cycles;  stacks  using  BSE  contrast  (with  and  without  beam 
deceleration) and SE contrast were acquired in high vacuum. A new evaporator head 
was designed  to protect  the  filament  from bombardment with evaporated material, 
and to potentially achieve more efficient material use during coating.  
Cryo‐SBEM was  implemented with  a  closed‐loop  cooling  system  and  a  custom‐
developed  cryo‐microtome.  The  current  setup  allows  both  sample  and  diamond 
knife to be cooled down to 100−110 K. Initial experiments have shown that cutting at 
110 K causes no cutting artifacts on the sample surface. However, consistent cutting 
(uniform  cutting  thickness)  at  cryogenic  temperatures  has  not  been  achieved  yet, 
presumably because the temperature difference between the knife and the sample is 
still too large (>5 K). Another problem with the current setup is residual water in the 
vacuum  chamber  that  freezes out on  the  cold  sample  surface. However,  this effect 
can be neglected for single‐tile stack acquisitions, and it appeared much reduced in a 
different vacuum  system  that was  tested. Yet  another problem  could be  increased 
surface  charging at  cryogenic  temperatures, which may  require  charge  elimination 
methods like the ones presented in this dissertation to be combined with Cryo‐SBEM. 
Among  the  three methods presented here, automated  in‐chamber specimen coating 




cycles  (up  to  10,000  cycles  and  beyond);  (2)  Optimizing  the  coating  process  to 




For  the new  custom‐developed evaporator head  further  testing will be  required  to 
establish whether it allows automated carbon evaporation over hundreds of coating 
cycles  (which  would  be  useful,  e.g.,  for  a  potential  combination  of  X‐ray 
microanalysis with  SBEM),  and whether  the  amount  of  required  rod material  per 
coating can be reduced, which would be of interest for all applications using electron 
beam evaporation. 
Automated  in‐chamber  specimen  coating  appears  to  be  a  promising  candidate  to 




For  the  ion gun  to achieve complete charge neutralization  for BSE  (and potentially 
SE)  imaging  at  higher magnifications  (≥8000x),  the  current  ion  gun  setup would 
probably  require  further  modifications.  However,  the  current  level  of  charge 
neutralization  achieved with  the  ion  gun may  be  suitable  for  (1)  applications  for 
which  low  magnifications  are  sufficient,  (2)  applications  for  which  remaining 
charging  at  higher  magnification  is  acceptable  if  otherwise  useful  images  are 
obtained, or (3) in cases where other charge‐neutralization methods cannot be used. 
Until now,  charge neutralization with  the  ion gun has only been  tested  for epoxy‐
embedded  neural  tissue;  it may  be  fruitful  to  extend  experiments  to  other  non‐
conducting  specimens  to  examine  whether  partial  or  full  neutralization  can  be 
achieved.  
The  Cryo‐SBEM  experiments  have  not  yet  shown  whether  a  lower  operating 
temperature will  allow  thin  cutting  at  higher  electron  doses.  The  highest  priority 
now  is  to make  the  temperature difference  between  sample  and  knife  as  small  as 





All  three  techniques  add  complexity  to  the  standard  SBEM  setup, which must  be 
justified by performance improvements. Automated in‐chamber coating offers three 
such  improvements  for  SBEM  imaging  of  non‐conducting  samples:  (1)  Less  SNR 




The methods  presented  in  this  dissertation  compete with  chemical  approaches  to 
tackle  charging  and  beam  damage  effects  –  samples  with  higher  intrinsic 
conductivity  may  reduce  charging  to  acceptable  levels;  more  radiation‐resistant 
embedding media may allow higher electron doses for thin cutting. While chemical 
solutions  certainly  beat  the  ‘physical’ methods  presented  here  in  terms  of  lower 
complexity and ease of use,  the physical methods may  triumph  in  terms of  scope, 





Signal‐to‐noise ratio  (SNR)  is defined –  in a physics or engineering context – as  the 
ratio  between  signal  power  ( ୗܲ )  and  noise  power  ( ୒ܲ ),  or  as  the  square  of  the 
respective amplitude ratios:  
SNR ൌ ୗܲ/ ୒ܲ ൌ ሺܣୗ/ܣ୒ሻଶ	
In  broader  terms,  it  is  defined  as  the  ratio  between meaningful  information  and 
unwanted information. 
In  the  case  of  electron  micrographs,  SNR  can  be  determined  as  follows.  If  a 
featureless specimen is imaged, the SNR can be calculated from the histogram of the 
image by dividing the offset‐corrected mean intensity level by the standard deviation 
(Schatten &  Pawley,  2007,  Chapter  4).  In  the  (usual)  case  of  images  that  contain 
features  (useful  signal),  two  images of  the  same area can be acquired  sequentially, 




et  al.,  2001)  to  estimate  the  signal‐to‐noise  ratios  of  single  images,  following  the 
definition  SNR  =  Var ሺܫୱ୧୥୬ୟ୪ሻ /Var ሺܫ୬୭୧ୱୣሻ ,  where  ܫୱ୧୥୬ୟ୪  and  ܫ୬୭୧ୱୣ  are  the  image 
intensities of the signal and the noise, respectively (Fig. A.1). This approach appears 






script using  the  function  normxcorr2()  to  compute  the  normalized  autocorrelation 
function and spline() to perform the interpolation (as in Fantana, 2006). 
To  ensure  comparability  of  SNR  for  different  imaging  conditions  of  neural  tissue 
samples,  I  used  homogenous  neuropil  subregions  to  compute  SNR.  For  the 





































from imageSNR = 2
Fig. A.1:  SNR estimation using autocorrelation  (Thong et al., 2001). Left: Silicon 
square  test  sample  (FEI Company, part number 4035 272 74851). Scale 
bar:  25  μm.  Right:  SNR  of  the  image  on  the  left  is  estimated  by 
interpolating  the  noise‐free  peak  of  the  autocorrelation  function  (= 
signal) and dividing it by the noise component at the origin of the ACF. 
This method is based on the assumption that only the signal is correlated 









(Epon  hard  mixture;  Hayat,  2000),  the  retina  was  placed  in  a  horseradish 
peroxidase  solution,  chemically  fixed,  and  subsequently  stained  with 
diaminobenzidine,  osmium  tetroxide, uranyl  acetate  (Terzakis,  1968),  and  lead 
aspartate  (Walton,  1979). The  samples were  trimmed  for diamond‐knife SBEM 
(surface area <0.5 mm²).  
(2) Zebra  finch  basal  ganglia,  provided  by  Jörgen  Kornfeld  (one  sample).  Prior  to 
embedding  in  Epon  (mixture  as  above),  the  tissue was  aldehyde‐fixed  under 
conditions that preserved the extracellular space (Cragg, 1980), and then stained 
using  a  rOTO  (reduced  osmium  tetroxide,  thiocarbohydrazide,  osmium 
tetroxide) protocol (Seligman et al., 1966, Malick et al., 1975), followed by uranyl 
acetate  and  lead  aspartate. The  sample was  trimmed  for diamond‐knife  SBEM 
(surface area <0.5 mm²). 








Retina  samples,  embedded  in  Epon,  prepared  with  a  protocol  identical  or  very 
similar to the one described above. Three samples were provided by Kevin Briggman, 
















































































































































































































































components  for  the  ion  gun  setup  and  the  automated  in‐chamber  coating  setup. 
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